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None



ÅUnderstand standard views obtained 
in diagnostic coronary angiography

ÅDescribe angiographic features 
amenable to surgical 
revascularization

ÅReview surgical decision making in 
target selection for revascularization 



ÅòGreat Consultó

Å82 year old female

ÅPMHx - CHF, COPD, PAD, A- Fib, CVA, 
etc...

Å"Great Targets"





ÅSurgical Planning 

ÅConduit Selection

ÅMultiple arterial grafts

ÅTarget - conduit mismatch

ÅSurgical Approach

ÅOff Pump

ÅHybrid PCI



ÅX- Ray source

ÅLocated under the table in all cath labs

Å Image intensifier (camera)

ÅRotation

ÅDescribes location of image intensifier 
relative to long axis of patient

ÅAngulation 

ÅDescribes location of image intensifier 
relative to short axis of patient



Image 
Intensifier
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Å Anterior - Posterior (AP) position - Image intensifier is directly over 
the patient with X - Ray beam traveling posterior to anterior.  Spine 
is in the center of the image

Å Left Anterior Oblique (LAO) position - Image intensifier is on 
patient left side with X - Ray beam traveling right to left.  Spine is 
on the right side of the image

Å Right Anterior Oblique (RAO) position - Image intensifier is on 
patient left side with X - Ray beam traveling left to right . Spine is on 
the left of the image

Å Cranial Angulation - Image intensifier is angled towards patient 
head.  Presence of diaphragm often noted

Å Caudal Angulation - Image intensifier is angled toward patient 
feet. 


